@ Promoted-Combustion Chamber With Induction Heating Coil 

Tests can be done at temperature and pressure combinations not previously attainable. 

Marshall Space Flight Center, Alabama 


An improved promoted-combustion sys- 
tem has been developed for studying die 
effects of elevated temperatures on tire 
flammability of metals in pure oxygen. In 
prior promoted-combustion chambers, 
initial temperatures of metal specimens in 
experiments have been limited to the tem- 
peratures of gas supplies, usually near 
room temperature. Although limited ele- 
vated temperature promoted-combustion 
chambers have been developed using 
water-cooled induction coils for preheat- 
ing specimens, these designs have been 
limited to low-pressure operation due to 
the hollow induction coil. In contrast, die 
improved promoted-combusdon chamber 
can sustain a pressure up to 10 kpsi (69 
MPa) and, through utilization of a solid in- 
duction coil, is capable of preheating a 
metal specimen up to its melting point 
[potentially in excess of 2,000 °F (=4,100 
°C)]. Hence, the improved promoted- 
combustion chamber makes a greater 
range of physical conditions and material 
properties accessible for experimentation. 

The chamber consists of a vertical 
cylindrical housing with an inner diame- 
ter of 8 in. (20.32 cm) and an inner 


height of 20.4 in. (51.81 cm) . A threaded, 
sealing cover at one end of the housing 
can be unscrewed to gain access for in- 
stalling a specimen. Inlet and outlet ports 
for gases are provided. Six openings 
arranged in a helical pattern in the cham- 
ber wall contain sealed sapphire windows 
for viewing an experiment in progress. 

The base of the chamber contains 
pressure-sealed electrical connectors for 
supplying power to the induction coil. 
The connectors feature a unique design 
that prevents induction heating of the 
housing and the pressure sealing sur- 
faces; this is important because if such 
spurious induction heating were allowed 
to occur, chamber pressure could be lost. 

The induction coil is 10 in. (25.4 cm) 
long and is fitted with a specimen holder 
at its upper end. At its lower end, the in- 
duction coil is mounted on a ceramic 
base, which affords thermal insulation to 
prevent heating of the base of the cham- 
ber during use. A sapphire cylinder pro- 
tects the coil against slag generated dur- 
ing an experiment. 

The induction coil is energized by a 6- 
kW water-cooled power supply operating 


at a frequency of 400 kHz. The induc- 
tion coil is part of a parallel-tuned cir- 
cuit, the tuning of which is used to adjust 
the coupling of power to the specimen. 

The chamber is mounted on a test 
stand along with pumps, valves, and 
plumbing for transferring pressurized gas 
into and out of the chamber. In addition 
to multiple video cameras aimed through 
the windows encircling the chamber, the 
chamber is instrumented with gauges for 
monitoring the progress of an experi- 
ment. One of the gauges is a dual-fre- 
quency infrared temperature transducer 
aimed at the specimen through one win- 
dow. Chamber operation is achieved via a 
console that contains a computer run- 
ning apparatus-specific software, a video 
recorder, and real-time video monitors. 
For safety, a blast wall separates the con- 
sole from the test stand. 

This work was done by Erin Richardson, 
Richard Hagood, and Freida Lowery o/"Mar- 
shall Space Flight Center, Stephen Herald 
of Integrated Concepts & Research Carp., 
and Dean Byess of Qiialis Corp. Further in- 
formation is contained in a TSP ( seepage 1 ). 
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® Miniature Ion-Mobility Spectrometer 

Advantages would include robustness, simplicity, and extreme miniaturization. 

NASA’s Jet Propulsion Laboratory, Pasadena, California 


The figure depicts a proposed minia- 
ture ion-mobility spectrometer that 
would be fabricated by micromachining. 
Unlike prior ion-mobility spectrometers, 
the proposed instrument would not be 
based on a time-of-flight principle and, 
consequently, would not have some of 
the disadvantageous characteristics of 
prior time-of-flight ion-mobility spec- 
trometers. For example, one of these 
characteristics is the need for a bulky 
carrier-gas-feeding subsystem that in- 
cludes a shutter gate to provide short 
pulses of gas in order to generate short 
pulses of ions. For another example, 
there is need for a complex device to 
generate pulses of ions from the pulses 
of gas and the device is capable of ioniz- 
ing only a fraction of the incoming gas 
molecules; these characteristics pre- 
clude miniaturization. In contrast, the 
proposed instrument would not require 


a carrier-gas-feeding subsystem and 
would include a simple, highly compact 
device that would ionize all the mole- 
cules passing through it. 

The ionization device in the proposed 
instrument would be a 0.1-micron-thick 
dielectric membrane with metal elec- 
trodes on both sides. Small conical holes 
would be micromachined through the 
membrane and electrodes. An electric 
potential of the order of a volt applied 
between the membrane electrodes 
would give rise to an electric field of the 
order of several megavolts per meter in 
the submicron gap between the elec- 
trodes. An electric field of this magni- 
tude would be sufficient to ionize all the 
molecules that enter the holes. Ioniza- 
tion (but not avalanche arcing) would 
occur because the distance between the 
ionizing electrodes would be less than 
the mean free path of gas molecules at 


the operating pressure of instrument. 

An accelerating grid would be located 
inside the instrument, downstream from 
the ionizing membrane. The electric po- 
tential applied to this grid would be neg- 
ative relative to the potential on the in- 
side electrode of the ionizing membrane 
and would be of a magnitude sufficient 
to generate a moderate electric field. 
Positive ions leaving the membrane 
holes would be accelerated in this elec- 
tric field. The resulting flux of ions away 
from the ionization membrane would 
create a partial vacuum that would draw 
more of the gas medium through the 
membrane. 

The figure depicts a filter electrode and 
detector electrodes located along the 
sides of a drift tube downstream from the 
accelerator electrode. These electrodes 
would apply a U ansverse AC electric field 
superimposed on a ramped DC electric 
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